Direct electrical recording and stimulation of neural activity using microfabricated silicon and metal micro-wire probes have contributed extensively to basic neuroscience and therapeutic applications; however, the dimensional and mechanical mismatch of these probes with the brain tissue limits their stability in chronic implants and decreases the neuron-device contact. Here, we demonstrate the realization of a 3D macroporous nanoelectronic brain probe that combines ultra-flexibility and subcellular feature sizes to overcome these limitations. Built-in strains controlling the local geometry of the macroporous devices are designed to optimize the neuron/probe interface and to promote integration with the brain tissue while introducing minimal mechanical perturbation. The ultra-flexible probes were implanted frozen into rodent brains and used to record multiplexed local field potentials (LFPs) and single-unit action potentials from the somatosensory cortex. Significantly, histology analysis revealed filling-in of neural tissue through the macroporous network and attractive neuron-probe interactions, consistent with long-term biocompatibility of the device.
The most common neural electrical probes are fabricated from metal 18 and silicon 19, 20 , materials that have very different structural and mechanical properties compared to brain tissue 21 .
Evidence suggests that mechanical mismatch is an important reason leading to abrupt and chronically unstable interfaces within the brain 4, 22 . For example, motion of skull-affixed rigid probes in chronic experiments can induce shear stresses and lead to tissue scarring 13, 23 , and thereby compromise the stability of recorded signals on the time scale of weeks to months 4, 24, 25 .
More recent work has shown that flexible probes fabricated on polymer substrates 12, 17 and smaller-sized probes 11, 14 can reduce deleterious tissue response. More generally, there has also been effort developing flexible bioelectronics 26, 27, 28 and nanoscale devices for single cell recording 29, 30 . We have also shown that 3D macroporous electronic device arrays can function as a scaffold for and allow for 3D interpenetration of cultured neuron cell networks without an adverse effect on cell viability 31 , and such networks can be injected by syringe through needles into materials, including brain tissue 32 . In the latter case, it remains challenging to make electrical input/output (I/O) connections needed for recording signals since the conventional I/O cannot pass through the injection needles.
Taking the above facts into consideration, we define an ideal implantable neural probe as (i) possessing a stiffness similar to brain tissue to minimize/eliminate mechanically-induced scarring, (ii) a high-degree of porosity and cellular/subcellular feature sizes to allow for interpenetration and integration of neurons and neural projections with the electronics, (iii) a means for implantation of the resulting extremely flexible structure, and (iv) facile I/O to allow for multiplexed recording. Our strategy to meet these constraints focuses on implementing 3D macroporous nanoelectronic networks 31, 33 , where the macroporous nanoelectronic probe has a mesh-like structure designed to promote interpenetration and close integration with neural tissue (Figs. 1a, b) . The mesh design is unique in having a two-dimensional (2D) open area of ca. 80%, feature sizes to sub-10 micron scale, and importantly, a high flexibility with effective bending stiffness of < 0.64 × 10 -15 N·m 2 (Supplementary Information) 4-7 orders of magnitude smaller than conventional Si 34 , carbon fiber 14 and thin polyimide 16, 35 neural probes. The exceptionally small bending stiffness yields mechanical interaction with tissue in the range of cellular forces.
For instance, the force to deflect the two sensor supporting arms by 10 μm (scale of a cell) is estimated to be c.a. 10 nN, which is comparable to single cell migration force 36 (Supplementary Methods).
Our fabrication exploits conventional planar 2D lithography with a sacrificial layer that is etched to yield the freestanding macroporous nanoelectronic probe (Fig. 1c ). The overall design of the mesh probe ( Fig. 1c ; Supplementary Fig. S1 and Table S1 ) consists of longitudinal metal interconnects that are sandwiched between SU-8 polymer layers for passivation and transverse SU-8 polymer structural elements. In addition, transverse compressive strain elements are incorporated to generate positive transverse curvature to yield a cylindrical global probe structure, and local tensile strain elements in the supporting arms of each sensor device to produce negative curvature bending the devices away from the surface of the cylinder. All key materials and feature sizes of the macroporous nanoelectronic probe are summarized in Table S1 . Facile I/O between the probe and measurement electronics is achieved by bonding a PCB connector to the remaining portion of the substrate attached to the freestanding macroporous probe following fabrication ( Fig. 1d; Supplementary Fig. S2a ).
The macroporous probes were fabricated on standard silicon wafers with a nickel release layer using photolithography for multi-layer patterning (Supplementary Methods; Supplementary   Fig. S2 ). Low-to-high resolution optical images of a representative probe structure prior to etching the nickel release layer ( Supplementary Fig. S2 ) highlight all key probe features. (1) The entire probe structure bonded to the PCB interface connector ( Supplementary Fig. S2a ). (2) The portion of the probe supported on the Ni layer and the silicon wafer that remains bonded to the PCB board ( Supplementary Fig. S2b ). (3) The lower part of the probe that will be released from the substrate ( Supplementary Fig. S2c ). The image also shows the overall locations of 19 sensor elements in this probe design. (4) Images of several addressable sensor elements, including one specific NW detector ( Supplementary Figs. S2d, e ).
Significantly, optical images of the probe structure following removal of the sacrificial nickel layer and underlying wafer (see Methods; Supplementary Methods), and immersion of the freestanding portion in aqueous buffer (Figs. 1e-i) highlight key features of our design. First, lower-resolution images ( Fig. 1e) show that the transverse compressive strain elements produce self-organization of the probe into a global cylindrical shape as designed. This cylindrical geometry distributes the electronic sensor elements around the probe surface. Second, higher resolution images (Figs. 1f,g) demonstrate that the local tensile strain introduced in the supporting arms of each sensor element bend these arms outward such that each of the sensor elements is ca. 100 m away from the cylindrical probe surface. The average leakage impedance of the SU-8 encapsulated metal interconnect components ( Supplementary Fig. S3 ) was > 10 GΩ at relevant frequencies, which demonstrates the effectiveness of the SU-8 passivation used in the probes. For sensor elements, we have incorporated either silicon nanowire field effect transistors (FETs, Fig. 1h ) or micrometer scale platinum metal electrodes ( Fig. 1i ) into our probes during fabrication (see Methods; Supplementary Methods). Characterization of device performance and neural recording with these different sensor elements are discussed below.
The high flexibility of our macroporous probes precludes direct insertion 14, 20 into neural tissue, and invasive surgery, which could allow for placement of macroporous probes in specific brain regions, would largely eliminate many potential advantages of our design. To overcome this conundrum, we exploited the combination of built-in strain and liquid surface tension as probes are moved from liquid to air as shown schematically in Figure 2a and Supplementary Fig.   S4 . Specifically, upon withdrawing probes from liquid to air, liquid surface tension increases the global curvature to yield straight cylinders with diameters of ca. 100 -200 m (Figs. 2b and Supplementary Mov. 1). In addition, surface tension causes the supporting arms of the sensors to be 'pulled back' to yield a smooth probe surface upon moving from liquid to air. Notably, the supporting arms return to the outward bent position with the sensors away from the probe surface when the probe is returned to an aqueous environment ( Fig. 2b and Supplementary Mov. 2). We recently reported a syringe injection approach 2D mesh structures, although in this case all I/O connections must be introduced after injection.
This cylindrical probe structure has mechanical advantages compared to a flat structure, and while it remains too soft to penetrate brain tissue as removed from solution, rapid freezing in liquid nitrogen ( Fig. 2c ) provides sufficient rigidity to allow for controlled insertion into hydrogel that has mechanical properties similar to dense neural tissue 37 . In particular, rapid insertion of the frozen probe into 0.5% agarose gel ( Supplementary Fig. S5 ) yields an extended configuration >2 mm into the hydrogel, while an unfrozen probe would simply be deformed at gel surface without penetration. To determine whether freezing could be a reliable insertion and measurement strategy, we also studied the electrical performance of fully assembled probes versus repeated liquid nitrogen freeze to room-temperature aqueous solution cycles. Significantly, characterization of a nanowire FET based probe following 150 freeze/thaw cycles ( Fig. 2d) showed that 12 out of 14 (86%) FET sensors on the probe remained connected, and that 14/14 devices remained active up to 21 cycles. In addition, the device sensitivities showed < 14% change on average after the 150 cycles, thus confirming the reliability of this approach. The observed robustness of the FET sensors is particularly encouraging because each device requires continuity of two interconnect lines versus a single line for metal electrode sensors.
We have implanted the macroporous nanoelectronic probes in rodents. In a typical implantation procedure ( Fig. 3a) , the frozen macroporous probe is stereotaxically positioned and rapidly inserted to a specific region of the brain of an anesthetized rodent (Methods). The positioning and inserting processes are kept within ca. 10 and 1 second, respectively, to ensure successful insertion ( Supplementary Fig. S4 ). Images recorded post-insertion ( Supplementary   Fig. S6a ) highlight the high flexibility of our macroporous probe outside the brain, which allows for positioning without moving the implanted portion within the tissue. In addition, a representative bright-field microscopy image of a post-insertion fixed tissue sample sectioned along the longitudinal axis of the probe ( Supplementary Fig. S6b ) verifies an extended linear structure within the brain tissue.
We have exploited the capability to target specific brain regions via stereotaxic insertion of the frozen macroporous nanoelectronic probes to test their in vivo recording capabilities in rodents, where all of the reported measurements are acute and performed within 0.5 -2 h post implantation. First, a probe was implanted in the barrel cortex area of the rat brain since it represents a somatosensory cortex region with well-defined mapping between cortical columns and facial whiskers 38 . Signals recorded from four nanowire FET sensors showed strong signals in element-2 (6.3 ± 0.4 mV) corresponding to separate stimulations applied to the whisker C1 on the contralateral side of the implantation site ( Fig. 3b ), which was identified as the corresponding whisker by testing all whiskers ( Supplementary Fig. S5 ). In contrast, the neighboring FET sensor element-3 recorded a similar but much weaker signal pattern, while elements 1 and 4, which are ca. 200 and 250 m, respectively, from element-2, yielded no observable response.
Second, acute recording experiments made in the somatosensory cortex of an anesthetized rat ( Fig. 3c ) demonstrate the capability for larger-scale multiplexed recording with the macroporous nanoelectronic probes. Specifically, we recorded signals (3.4 ± 0.3 mV) simultaneously from 13 nanowire FET sensors on a single probe. The relatively large signal amplitude compared with that recorded by metal electrode sensors (typically < 0.5 mV) is attributed to the active sensing nature of the FET sensors, which do not suffer from signal loss by shunt pathways 39 . The dominant modulation frequency, 1-4 Hz, is characteristic of -wave local field potentials (LFPs) in anesthetized rats 40 . A spatial map of the recorded LFP is plotted in Supplementary Fig. S5a . The similarity and coherence between channels is consistent with the fact that the LFPs spread beyond 41 the dimension of macroporous probe recording region, ca.
100 μm laterally and 1 mm vertically. Multiplexed recording experiments were conducted more than ten times using nanowire FET sensor probes, and all experiments resulted in > 80% active sensor yield and similar recording performance in terms of potential shapes and amplitude. In addition, probes with platinum electrode sensors implanted in the somatosensory cortex region of a mouse brain ( Fig. 3d ) exhibited sharp millisecond spikes. Standard data processing and spikesorting (Methods, Fig. 3e ) yielded a uniform potential waveform with average duration of 1.8 ms and peak-to-peak amplitude of 172 V characteristic of single-unit action potentials. The high signal to noise ratio (>7) of the single-unit recording suggests a close proximity between the sensor and the firing neurons 42 , and thus provides at least comparable brain activity recordings as conventional probes 13 but with the potential of being chronically much more biocompatible as discussed below.
The chronic response of neural tissue to our ultra-flexible macroporous probes have been addressed through histology studies carried out five weeks post implantation. A schematic of a macroporous probe inserted into the somatosensory cortex ( Fig. 4a ) highlights the perpendicular orientation (with respect to the implanted probe) that the tissue was sectioned at different times post-implantation. In general, slices were prepared after fixing the brain tissue using standard procedures (Methods) without removing the ultra-flexible macroporous nanoelectronic probes.
Comparison of bright-field optical images recorded from similar acute ( shows that at least some of the sensor arms can achieve the designed bend-out geometry postimplantation. This feature can facilitate positioning sensor devices away from any residual tissue damage resulting from implantation.
To evaluate more critically the chronic response of our macroporous nanoelectronic probes we used immunochemical staining 14 of cross-section slices containing our probes.
Confocal microscopy images of a region including a macroporous probe ( Fig. 4c) show a normal growth density of neuron cell bodies (NeuN) in close proximity, < 50 m, to the probe components ( Supplementary Fig. S8d ), although the soma density inside the probe cylinder is lower than outside. The close proximity of neuron cell bodies contrasts typical chronic observations reported for other types of neural probes 4, 19, 25, 43 , which we discuss further below.
In addition, glial fibrillary acidic protein (GFAP) expression is somewhat elevated at the center of the probe, but not at the outer edge of the probe or surrounding region. Indeed, the spatial dependence of the GFAP signal encompassing this outer probe edge is similar to that in the control sample (Fig 4d) prepared at the same time from the contralateral hemisphere without an implanted probe. These data suggest that the slightly elevated GFAP expression inside the probe cylinder is due to the acute tissue damage during implantation, and importantly, show that our ultra-flexible macroporous probes do not elicit chronic immune response post-implantation.
To further characterize the robustness of these results and the details of the chronic distribution of neurons about the macroporous probe we have stained tissue slices with tubulin-III, which can label both soma and neurites, from independent implantation experiments (Figs. 4e, f; Supplementary Fig. S8 ). Significantly, confocal microscopy images recorded 5 weeks post-implantation show no significant drop in -tubulin-III expression inside (9.8 a.u., average) versus outside (10.2 a.u., average) the probe. These results suggest that neural projections, unlike somas, have sufficient mobility to interpenetrate and partially fill the central void produced during initial implantation. Moreover, analyses of the fluorescent intensity in the region immediately outside the probe ( Fig. 4f ; Supplementary Fig. S8c ) show no sign of suppressed neuron growth immediately adjacent to the probe structural elements, and indeed, these data indicate that the neuronal fluorescence signal within 10 m of the probe components (20-50, average) is more than 2-5x the value for neurons averaged over the entire image. ). In addition, measurements made from tissue/probe slice 150 m deeper in the brain than shown in Fig. 4c (Supplementary Fig. S8e ) and from an independent probe implant that partially collapsed during slow insertion ( Supplementary Fig. S8f ) exhibited similar results, and thus indicate that the macroporous probe structure is attractive to neurons (e.g., neurophilic) and does not illicit the usual immune response. Similar results are observed in studies of syringe injected mesh electronics 32 , although conventional micro-wire 4, 25 and silicon 19, 43 neural probes as well as ultrasmall but rigid 14 and flexible two-dimensional polymer probes 16, 17 show enhanced GFAP/astrocyte proliferation and a reduction of neuron density near these probe surface. Since chronic failure of conventional brain probes involves neuronal loss and the encapsulation of nonneuronal cells such as astrocytes up to several hundred micrometers from the probe surface 4,43 , our results suggest substantial benefits of the macroporous nanoelectronic probes for future chronic recording studies.
In summary, our 3D macroporous nanoelectronic probes, which feature ultra-flexibility comparable to neural tissue and open structures with sub-cellular feature sizes allowing for neuron interpenetration, represent a new strategy to merge 3D nanoelectronic devices with the neural circuits in the brain. We have shown that the ultra-flexible macroporous probes can be stereotaxically-implanted in a frozen state into rodent brains with minimal surgical and acute tissue damage, and demonstrated the capability of recording multiplexed LFPs and single-unit action potentials from the somatosensory cortex. Significantly, chronic histology studies revealed unique characteristics, including a filling-in of neural tissue through the macroporous network and attractive neuron-probe interactions, which contrast results from other solid and more rigid probe designs 19, 20 , and are consistent with a unique long-term stability and biocompatibility of the probe-tissue interface. While it will be important in future studies to develop further these probes, for example by extending the chronic histology studies to shorter and longer times and increasing the number of sensor elements available for multiplexed recording and/or introducing stimulation capabilities, we believe the present chronic histology and acute recording studies already show unique advantages of our ultra-flexible 3D macroporous electronic probes and point to the importance of exploring the stability of chronic neural activity mapping and implants for next generation brain-machine interfaces in the near future.
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Sheeba 
Methods

Macroporous nanoelectronic brain probe preparation
Macroporous nanoelectronic probes were fabricated using methods described previously 18, 27 (see Supplementary Methods for details). In brief, the 2D probe structure was fabricated using photolithography on a nickel metal release layer deposited on a silicon substrate 
Stereotaxic surgery and probe implantation
The macroporous nanoelectronic brain probe implantation was carried following a standard rodent stereotaxic surgery protocol. Briefly, the rat or mouse was anesthetized with Committee.
Incubation and behavioral analysis
Animals were cared every day for 3 days after the surgery and every other day after the Compressive strain elements, which are indicated by blue colored lines along the transverse direction, shape the probe into a cylindrical structure. Tensile strain elements, which are indicated by red color, cause the sensor supporting arms to bend outward from the probe surface. 
Supplementary Methods
Nanowire Synthesis.
Uniform 30 nm p-type single crystal silicon nanowires were synthesized using our reported gold nanocluster-catalyzed vapor-liquid-solid methodology S1 . In a typical synthesis, the total pressure was 40 torr and the flow rates of SiH 4 , diborane (B 2 H 6 , 100 p.p.m. in H 2 ), and hydrogen (H 2 , Semiconductor Grade), were 2, 2.5 and 60 standard cubic centimetres per minute (SCCM), respectively. The silicon-boron feed-in ratio was 4000:1, and the total nanowire growth time was 30 min.
Macroporous nanoelectronic brain probe fabrication
The macroporous nanoelectronic brain probes were fabricated with key steps as follows: It should be noted that Pd is a toxic metal and may cause side effect if exposed. In this work the Pd is well protected by the SU8 encapsulation. However, in future long-term applications, other metals, such as Pt or Ti, which are known to make good contact with Si nanowire S2 and can provide controllable strain S3 , can be used to replace Pd to eliminate possible toxicity.
Nanowire FET sensor patterning. (e) Nanowire device element contacts were defined by photolithography and Cr/Pd/Cr (1.5/50-80/1.5 nm) metallization.
Metal electrode sensor patterning.
Cr/Pt (1.5/100 nm) electrodes are patterned by photolithography. The electrode size used in this work was 4 m x 20m, with typical impedance of 600 ± 20 kohm at 1 kHz.
Calculation of the bending stiffness for different neural probes.
The mechanical characteristics of the three-layer longitudinal ribbons make the dominant contribution to the probe-tissue interface. The bending stiffness of a single ribbon, K 1R , can be estimated as S5 The bending stiffness of standard silicon probes or planar thin film probes, K 2 , can be estimated as S5 3 12 where E is the young's modulus of the probe material, h is the thickness of the probe, and w is the width of the probe. When E silicon = 165 GPa, h silicon = 15 µm, and w = 100 µm, the bending stiffness of a typical silicon probe is K 2s = 4.6 x 10 -8 N·m 2 . When E polyimide = 2 GPa, h polyimide = 10 µm, and w = 100 µm, the bending stiffness of a typical polyimide probe is K 2P = 0.16 x 10 -10 N·m 2 .
The bending stiffness of ultrasmall carbon electrodes, K 3 , can be estimated as S5
Where E carbon is the young's modulus of carbon fiber, d is the diameter of carbon fiber probe.
When E carbon = 234 GPa, d = 7 µm, K 3 = 2.73 x 10 -10 nN·m 2 .
Estimation of neural probes bending force.
The force, F, to deflect a piece of three-layer longitudinal ribbons is estimated by S5
Where e is the deflection of the ribbon, K 1R is the bending stiffness of the ribbon and l is the length of the ribbon. For the two support arms of the sensors, take e = 10 μm, K 1R = 0.54 × 10 -15 N·m 2 , and l = 200 μm. F = 2 × 5.4 nN = 10.8 nN. Table S1 . Key design features of a typical macroporous brain probe are summarized. All features are denoted in Figure S2b- The Ni sacrificial layer is etched and the macroporous neural probe was partially released and freestanding in liquid. c. Excess silicon chip below the connector is trimmed off. d. When the device assembly is removed from the buffer solution, a small amount of buffer is trapped inside the cylindrical probe. Removal was carried out manually with a vertical speed of ca. 1-2 mm/s. e. The probe assembly is then slowly submerged in liquid nitrogen (LN 2 ) until ca. thermal equilibrium (5-10 seconds; greatly reduced LN 2 boiling). f. The probe is immediately mounted in a custom-holder on a linear translational stage and rapidly inserted into the brain. The insertion step was driven manually with a speed of ca. 5mm/s. The entire process should be carried out within 10 s following removal from the LN 2 , with the insertion into the brain taking no more than ca. 1 second.
Figure S5. Probe geometry after insertion into hydrogel. Photograph showing a probe
tethered to the carrier substrate following partial insertion into 0.5% agarose hydrogel with ca. 2 mm buffer solution on top. The 0.5% agarose gel provides a mechanical resistance during insertion similar to brain tissue S6 . The insertion procedure is the same as discussed in the main text. The probe was frozen by immersion in liquid nitrogen, immediately followed by insertion, which typically took ca. 1 second. The dashed line indicates the gel / buffer boundary, and the arrow points the entry point. Scale bar: 2 mm. Figure S6 . Probe insertion into a rat brain. a, Zoomed-in view of the implantation site in Fig.   3a . The arrow points the small and clean entry site into the brain. The part of the probe outside the rat brain (left of arrow) is relaxed and conformal to the brain surface due to its ultraflexibility. Scale bar: 1 mm. b, Bright field image of a brain slice cut along the probe insertion direction. The brain was fixed and sliced following the procedure described in the Methods within 1 hour after implantation to reveal the probe geometry. The image shows clearly that the probe maintains a straight cylinder shape as designed, thereby yielding a predictable sensor distribution within the tissue. Scale bar: 500 m. to all whiskers to identify the sensor close to a sub-region of barrel cortex. In this implantation and recording, element-2 (Fig. 3b) had the strongest response during stimulation. Subsequently, stimulation of individual whiskers on both contralateral and ipsilateral sides were carried out while simultaneous recording from the implanted mesh probe. We observed that only stimulations applied to the C1 whisker (indicated by dashed circle) on the contralateral side could elicit a strong response from element-2 of the probe. b, Three representative recordings from element-2. Red, while stimulating C1 whisker; blue, while stimulating the adjacent whisker C2; black, while stimulating whisker C1 after the rat was euthanized. c, A 4-second map of the multiplexed LFP recording from the same experiment as shown in Fig. 3c . The vertical axis represents the depth beneath the brain surface. The horizontal axis indicates the recording time.
Colors highlight the amplitude of the recorded LFPs. illustrating the proximity of sensor arms and neurons as well as the intact SU-8/metal/SU-8 structure. Scale bar: 10 m. e. A reconstructed confocal micrograph of immunochemically labeled cross-section from the same mouse brain and brain probe sample as used in Fig. 4C .
Scale bar: 100 m. Inset: Zoom-in view of the white boxed region. Scale bar: 20 m. The sample was ca. 5 slices/120 m deeper in the brain relative to Fig. 4C ; the same staining and imaging methods were used for both samples. f. A "collapsed" probe resulting from slow implantation of the frozen probe (i.e. insertion time of the probe in the brain tissue longer > 1 s).
The probe becomes randomly folded due to thawing before the insertion was completed. This result demonstrates the importance of rapid insertion of the frozen probes to maintain the designed geometry. Although the probe did not hold the designed geometry, this probe also showed tight integration with neurons, which is consistent with the macroporous ultra-flexible nature of the structure. The tissue slices were prepared 5-weeks post implantation into the somatosensory cortex region of a mouse using the same the same staining method as in in Fig.   4C (Methods). Scale bar: 20 m.
